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Figure 1. A diagram showing the induced dipole moment
m on a particle in a travelling electric ﬁeld of magnitude E.
The particle is levitated above the electrodes by negative
DEP. A translational force F is induced on the particle due
to the phase lag between the ﬁeld and the dipole.
where "
p and "
m are the complex permittivities of the
particle and suspending medium respectively, given by
" D " − j.=!/, where " is the permittivity,  is the
conductivity and j D
p
−1. For non-spherical particles,
fCM is a function of geometry [11] and as no solution for
biconcave discs such as erythrocytes exists, approximations
in spherical terms must be made.
As shown in [6], the linear dielectrophoretic force is
balanced by viscous drag (given by Stoke’s equation). So,
considering TWD in a medium of viscosity , the velocity





The velocity is proportional to the particle radius squared,
the electric ﬁeld strength squared, the travelling ﬁeld
wavelength, the viscosity of the medium and the imaginary
part of the Clausius–Mosotti factor.
3. Electrode design and fabrication
Figure 2(a) is a schematic diagram of a 10 electrode
single-layer TWD array, with each electrode individually
connected to a bonding pad. In this ﬁgure, each pad
and electrode pair is connected sequentially to one phase
of a four-phase AC signal but, in general, the signal
can be n-phase with n>2. This type of TWD array
can be manufactured easily using conventional electrode
microfabrication techniques. However, the fabrication of
arrays with greater than (about) 100 electrodes becomes
impractical because of the need for the independent
connection of each electrode to the signal source. As
a consequence, to make TWD arrays suitable for large-
scale biotechnological applications, new microfabrication
techniques based on multilayering technology have been
developed.
Figure 2(b) is a schematic outline of an electrode
constructed using multilayer methods similar to the
production of double-sided printed circuit boards. The
four-phase signal is carried across the device by busbars
which are separated from the electrodes by a thin layer of
insulator. Every fourth electrode is connected through the
insulator to one of the busbars. Only four bonding pads are
required and the number of electrodes in the array is limited
by the physical size of the device. For example, a 100 mm
long array would have 5000 10 m-wide electrodes.
Figure 3 shows the steps in the fabrication of the
array. (a) Four busbars (titanium–palladium–gold) are
deposited onto a glass substrate using photolithography,
metal evaporation and lift-off. (b) Silicon nitride (100 nm
thick) is deposited over the whole substrate and then (c)
10 m diameter holes are etched using reactive ion etching.
These holes were used to form connections between the
busbars and the electrodes by one of two methods. Method
1 involves plating gold through the holes (electrolytically
from a gold cyanide solution) to form small mushroom-
shaped studs (d). Finally the electrodes are fabricated over
these studs using photolithography (e). Method 2 was to
form the connection during the fabrication of the electrodes
using evaporation of metal through the holes. Method 2 was
used most frequently owing to its simplicity. If required
silicon nitride could be deposited over the entire electrode
(f) to protect the electrodes from corrosion by electrolysis
at low frequencies.
The array was designed with built-in redundancy, so
that open circuits, either in the busbars or the electrodes,
did not prevent the device from functioning. The busbars
were connected via the bonding pads to the signal with the
phases ordered 0–180–90–270 to avoid the generation
of travelling ﬁelds between adjacent busbars.
A photograph of a fabricated large-scale TWD electrode
array is shown in ﬁgure 4. The array is 2 cm long and
consists of 1000 electrodes, each 10 m wide with a 10 m
gap. This particular array was constructed with parallel
ﬁngers (as shown in ﬁgure 2(b)) and also with a 40 m
wide channel between the opposing sets of electrodes as
in [6]. Arrays consisting of 25 sets of 1000-electrode
TWD separators lying parallel to each other, covering
2:5  2:5c m 2of substrate were also fabricated, having
25000 electrodes connected to four bonding pads.
The electrodes were addressed with a four-phase AC
voltage derived from a direct digital synthesis generator
(Qualcomm Q2334 Dual DDS) constructed in-house and
operating under computer control. Frequencies could be
varied between 100 Hz and 20 MHz with voltages up to
10 V peak-to-peak.
4. Results and discussion
The capability of the array for bio-particle separation was
demonstrated by separating the components of whole rabbit
blood using a 1000 electrode array. 10 ml of fresh
rabbit blood was collected into heparinized tubes by venous
puncture. The blood was centrifuged (250 g) and washed
twice in 100 mM phosphate buffered saline (PBS) before
ﬁnal re-suspension in 100 mM PBS to a cell density of
5  109 cells ml−1. Mononuclear cells were separated
from the erythrocytes by centrifugation in Histopaque-
1077 (Sigma Diagnostics, Poole, Dorset, UK) following
the protocol provided by the manufacturers. Erythrocytes
and leukocytes were re-suspended in a ratio of 10:1, in a
buffer consisting of 10% PBS, 90% 280 mM Mannitol to
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Figure 2. A schematic drawing of two designs of travelling-wave dielectrophoresis arrays for operation with a four-phase
signal. (a) shows a 10 electrode array constructed using conventional single layer lithography with each electrode separately
connected to one of four phases. In contrast, (b) shows a design for an array constructed using multilayering techniques.
The number of electrodes is limited only by the size of the substrate.
a ﬁnal cell density of 5107 cells ml−1. The conductivity
of this solution was 150 mS m−1.A1 0 l aliquot of the
solution was micropipetted onto the electrode array and the
surface covered with a microscope cover slip. Regions of
the electrode array were imaged using a Nikon Microphot
microscope and images of moving cells were recorded on
video.
A four-phase signal of 10 V peak-to-peak at a frequency
of 500 kHz was used to linearly translate blood along the
TWD electrode array. At this frequency and voltage, there
was a distinct difference between the velocities of different
types of cells. Figure 5 shows a section of the TWD
array with blood cells moving across the ﬁeld of view
from left to right, the four images taken at 1 s intervals.
During this time, the erythrocyte had moved 90 m and the
leukocyte had moved approximately 60 m. The electrodes
are out of focus in this ﬁgure owing to the fact that the
cells are levitated by approximately 7 m by negative
dielectrophoretic forces [6]. Observation of the movement
of several cells across a number of 100 m wide frames,
gave mean velocities of 32 ms − 1for the erythrocytes and
20 ms − 1for the leukocytes. The particles were observed
to move in a direction opposite to the travelling electric
ﬁeld as predicted by equation (2). A simple analysis of the
separation efﬁciency shows that, assuming both cell types
begin travelling at the same time and from the same end of
the array, there would be a path difference of 7.5 mm by
the time the erythrocytes reach the end of the electrodes.
The efﬁciency of separation for two given particle types
depends on the length of the array, all other factors being
equal. For the erythrocytes and leukocytes, the mixtures
of cells would have separated into two homogeneous
population bands separated spatially by 1 mm after just
80 s, the erythrocytes having travelled 2.56 mm. For
the separation of small numbers of cells, as required for
diagnostic purposes, smaller band separations would be
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Figure 3. A diagram showing the consecutive steps in the construction of a TWD electrode array using multilayering. (a)
Fabrication of busbars on glass substrate is followed by (b) deposition of silicon nitride insulator. (c) Holes are produced
using reactive ion etching through a masking pattern and the electrodes and the connections to the busbars are fabricated
either by plating of gold through the holes (method 1) or direct evaporation through the holes followed by lift-off (method 2).
Figure 4. Photograph of a 1000 electrode TWD array. The electrodes are 10 m wide separated by 10 m gaps and the
total length of the array was 20 mm. This array was fabricated to include a 40 m gap between opposing sets of electrodes
[6]. The photograph is a composite of several images taken through a microscope.
acceptable. Therefore, for large TWD arrays extending
over the length of a glass microscope slide (50 mm) it
would be possible to fraction cells with extremely small
differences in dielectric properties (Im[fCM]). For an array
5 cm long, an equivalent change in Im[fCM] of as little as
0.2% would translate into a band separation of 100 m.
For any two dielectrically equivalent particles, from
equation (4), the travelling velocity is directly proportional
to the particle radius squared and the square of the electric
ﬁeld. It follows that, in order to separate submicrometre-
sized particles such as viruses or macromolecules, the
electric ﬁeld must be increased to compensate for the
reduction in size. Generating high voltages at frequencies
up to 20 MHz is impractical and the only alternative
therefore is to fabricate electrodes of much smaller
dimensions using nanolithographic techniques.
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